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ABSTRACT: 
We consider the changes produced in the quality of eye fundus images of patients before and after 
cataract surgery with intraocular lens implantation and propose a measure to quantitatively assess 
those changes. Several factors concerning the optical system of the eye, the ocular media, and the 
specific characteristics of the implanted intraocular lens, may influence the quality of the digital 
image acquired with a non-mydriatic retinal camera. We illustrate our study with several cases taken 
from the clinical practice. A pair of pre- and post-operative eye fundus images represents each case. 
To measure image quality, we carry out a calculation of image anisotropy on each image. The results 
show that after surgery with intraocular lens implant, a fundus image is usually much brighter, sharp 
and higher quality. However, this rule of thumb can be altered by several conditions. For example, 
the multifocal design of the intraocular implant after a clear lens extraction. The anisotropy-based 
measure has revealed to be a suitable tool to quantitatively assess quality changes between pre-and 
post-operative fundus images.  
Key words: Digital image analysis; image quality, eye fundus image; intraocular lens, pseudophakia, 
non-mydriatic retinal camera 
RESUMEN:  
En este trabajo estudiamos los cambios producidos en la calidad de imágenes del fondo de ojo de 
pacientes antes y después de cirugía de catarata con implantación de lente intraocular, y 
proponemos una medida para evaluar esos cambios cuantitativamente. Diversos factores 
relacionados con el sistema óptico del ojo, los medios oculares y las características específicas de la 
lente intraocular implantada pueden influir en la calidad de la imagen digital adquirida con una 
cámara de retina no midriática. Ilustramos el estudio con varios casos tomados de la práctica clínica. 
Un par de imágenes del fondo de ojo pre y post-operatorias representa cada caso. Para medir la 
calidad de la imagen, llevamos a cabo un cálculo de la anisotropía en cada imagen. Los resultados 
muestran que después de la cirugía con implante de lente intraocular, una imagen de fondo de ojo 
suele ser mucho más brillante, nítida y de mayor calidad. Sin embargo, esta regla práctica puede 
verse alterada por varias condiciones. Por ejemplo, el diseño multifocal del implante intraocular 
después de una extracción de cristalino transparente. La medida basada en la anisotropía demostró 
ser una herramienta adecuada para evaluar cuantitativamente los cambios de calidad entre las 
imágenes del fondo de ojo pre y postoperatorias. 
Palabras clave: Análisis digital de imagen, calidad de imagen, imagen de fondo de ojo, lente 
intraocular, pseudofaquia, cámara no-midriática de retina 
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1. Introduction 
Non-mydriatic retinal imaging is nowadays a standard tool for diagnosis and progression assessment of 
ophthalmic diseases [1]. Patients that have undergone prior cataract surgery may require further eye 
fundus exploration. In this work we consider the changes produced in the fundus images of patients that 
have undergone this kind of surgery. Several factors concerning the optical system of the eye, the ocular 
media, and the implanted intraocular lens (IOL), may have an influence on the quality of the image 
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Papers	 on	 retinal	 image	 quality	 after	 IOL	 implantation	 refer	 to	 the	 impact	 on	 the	 quality	 of	 a	 patient’s	
vision	after	surgery[6]-[9]	rather	 than	to	 the	quality	of	a	digital	 fundus	 image	of	a	pseudophakic	eye	as	









quality.	 However,	 several	 conditions	 may	 alter	 this	 rule	 of	 thumb.	 The	 presence	 of	 astigmatism,	 the	





A	 measure	 of	 focus	 in	 non-mydriatic	 retinal	 imaging	 based	 on	 a	 calculation	 of	 image	 anisotropy	 was	
proposed	 in	 [10]	and	proved	 to	be	a	 robust,	 accurate	and	effective	metric	 to	 find	out	 the	best	 focusing	
conditions	 in	 which	 an	 eye	 fundus	 image	 must	 be	 acquired	 with	 a	 non-mydriatic	 retinal	 camera.	 The	
calculation	of	 image	anisotropy	was	evaluated	 from	 the	directional	 variance	of	 the	normalized	discrete	





Let	 !(#, %)	 for	 # = 0,1,2… ,, − 1	 and	 % = 0,1,2… ,. − 1	denote	 the	, ×.	 focused	 image	 of	 a	 planar	







, ×.	 image	 and	 its	 discrete	 cosine	 transform	 (DCT),	 denoted	 by	7(8, 9) = DCT[1(#, %)],	 given	 by	 the	
equation	
	
   (2)	
 
gi(x, y) = ( f *hi )(x, y),        i =1, 2
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where	? = {,,.}	depending	on	variables	8, 9,	and	@	 is	a	dummy	variable	for	the	purpose	of	simplifying	
equation	(2);	i.e.	A(8 = 0) = 	B1 ,⁄ 	,	A(8 = 1) = B2 ,⁄ ,	and	so	on. Low-order	basis	functions	represent	
low	spatial	frequencies,	while	those	of	higher	orders	represent	the	higher	spatial	frequencies	(Fig.	1).	The	
DCT	 is	 closely	 related	 to	 the	 discrete	 Fourier	 transform	 (DFT),	 a	 standard	 tool	 in	 signal	 processing.	











sharp	 image,	 there	 are	 some	 favoured	 orientations	 (anisotropy)	 in	 the	 mid-	 and	 low-frequency	
coefficients.	In	contrast,	in	a	blurred	image,	the	high-	and	mid-frequency	content	of	the	spectrum	is	more	
uniformly	 distributed.	 Moreover,	 in	 the	 blurred	 spectrum	 the	 coefficients	 related	 to	 high	 frequency,	
frequently	 affected	 by	 noise,	 usually	 decrease	 significantly.	 The	 anisotropy-based	 measure	 aims	 to	
quantify	 the	 influence	 of	 blur	 on	 image	 anisotropy	 based	 on	 the	 normalized	 DCT	 of	 the	 image.	 Let	 us	
consider	 an	. ×.	 image	 and	DE ,	 for	 F = 1,2,3,	 a	 vector	 along	 one	 of	 the	 three	main	 orientations	 of	 its	
spectrum	depicted	in	Fig.	2.	We	restrict	our	study	to	angular	partitions	of	the	spectrum	roughly	equivalent	
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Let	7HI = {7J(8, 9): L = arctanRSTU , LE ≤ L < LEXY, F = 1, 2, 3}	be	the	set	of	DCT	coefficients	 located	between	
LE 	and	LEXY	angles,	for	LE 	∈ {0°, 30°, 60°, 90°}.	The	function	_`a(. )	takes	as	input	7JE ,	performs	orthogonal	
projection	of	all	 its	elements	along	vector	DE ,	and	averages	the	elements	that	after	projection	fall	on	the	
same	 discrete	 (8, 9)	 coordinates.	 With	 _`a(. )	 the	 information	 around	 each	 main	 orientation	 can	 be	
compacted	in	a	one-dimensional	vector	of	N	elements,	which	in	turn,	can	be	stacked	to	form	the	matrix	
	 ,	 (4)	
where	 the	 first	 element	of	 each	vector	does	not	 really	 convey	any	directional	 information	of	 the	 image	
because	it	corresponds	to	the	dc	coefficient.	However,	it	is	kept	in	the	matrix	for	the	sake	of	completeness.	
The	measure	 of	 anisotropy	 is	 obtained	 from	b	 by	 calculating	 the	 variance	 of	 the	weighted	 sum	 of	 the	
columns,	computed	as	the	matrix	product	cb,		
	 ,	 (5)	
where	c = dY,de,… ,df,	E	is	the	expected	value	and	g	 is	the	mean	of	the	matrix	product	cb.	Vector	c	




To	 assess	 the	 image	 quality	 throughout	 the	 field	 of	 view,	 we	 manually	 select	 6	 regions	 or	 analysis	
windows	of	128×128	pixels	within	the	retinal	image.	The	windows	are	distributed	counterclockwise	for	
the	right	eye	fundus	images,	starting	from	the	optic	nerve	head,	window	#1,	and	continuing	throughout	
the	 blood	 vessel	 vasculature	 (Figs.	 3,	 5,	 6,	 7).	 For	 left	 eye	 fundus	 images,	 the	windows	 are	 distributed	
clockwise	(Fig.	4,	8).	There	are	no	constraints	for	partial	overlapping	of	the	128×128	windows.	For	speed,	




2. Each	 subwindow	 image	 is	 transformed	 with	 the	 normalized	 DCT,	 and	 the	 measure	 ij	 is	
computed.	
3. An	overall	ikj	is	computed	by	taking	the	mean	of	all	ij	values	from	the	subwindows.	
The	 resulting	measure	 for	 each	 region	 is	 saved	 as	 a	 vector	 of	 6	 elements	 and	 normalized	 so	 that	 the	




	In	 this	 section,	 we	 present	 the	 results	 obtained	 for	 six	 cases	 (figs.	 3	 to	 8)	 chosen	 to	 illustrate	 some	
situations	that	may	appear	in	the	clinical	practice	when	a	patient	is	explored	with	a	non-mydriatic	fundus	




described	 in	reference	 [15]	 to	make	 them	spatially	aligned	before	applying	 the	DCT	(figures	3,7,8).	The	
anisotropy-based	measurement	was	 computed	 in	 six	manually	 selected	windows,	mainly	placed	on	 the	
optical	disc	and	along	 the	blood	vessels.	This	 selection	of	windows	 takes	 into	account	 that	 the	possible	
































Sa (g) = Var(wΨ) = E[(wΨ−µ)
2 ]
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The	 results	 of	 all	 the	 six	 cases	 are	 presented	 through	 figures	 3	 to	 8	 with	 the	 same	 distribution	 of	
information:	 pre-operative	 image,	 post-operative	 image,	 available	 data,	 and	 a	 bar	 diagram	 with	 the	
distribution	of	 the	anisotropy-based	measurement	 in	 the	{1,..,6}	selected	windows	of	 the	pre-	and	post-







this	 type	of	 surgery	 as	 a	 refractive	modality	 in	patients	without	 cataracts	 and	 reduced	accommodation	
capability	(typically	at	their	late	forties	and	older)	has	increased	because	it	presents	several	advantages	in	
comparison	 with	 corneal	 refractive	 surgery,	 particularly	 in	 patients	 with	 high	 degrees	 of	 myopia	 [16]	
hyperopia	 and	 astigmatism.	 An	 implant	 with	 multifocal	 or	 accommodating	 IOLs	 may	 compensate	 for	
original	pre-operative	refractive	errors,	alleviate	presbyopia,	and	overcome	the	 future	need	for	cataract	
surgery.	 Looking	 at	 the	 pre-	 and	 post-	 operative	 images	 of	 Fig.	 3,	 it	 is	 hard	 to	 say	which	 one	 is	 better	
quality.	
The	 rest	 of	 figures	 (4	 to	 8)	 correspond,	 in	 their	 pre-operative	 status,	 to	 a	 variety	 of	 cataractous	 eyes.	
Figure	4	corresponds	to	a	patient	that	suffered	from	astigmatism	in	addition	to	cataract.	A	toric	IOL	was	
implanted	 to	 the	 patient	 for	 astigmatism	 compensation.	 The	 background	 illumination	 is	 severely	 non-
uniform	 in	 the	 eye	 fundus	 images	of	 fig.	 4,	 particularly	 in	 the	post-operative	 image.	Despite	 this	 fact,	 a	
watchful	 eye	would	 appreciate	more	 detail	 and	 less	 blur	 in	 the	 post-	 than	 in	 the	 pre-operative	 image.	
Figures	 5	 to	 8	 correspond	 to	 patients	 that	 were	 implanted	 with	 different	 types	 of	 IOLs	 for	 distinct	
intermediate/far	vision	(bifocal	IOL	with	add	power	1.75D	in	fig.	5),	near/intermediate/far	vision	(trifocal	








comparison	with	 those	of	 the	pre-operative	 image.	 In	 contrast	with	 this,	 slight	differences	between	 the	
pre-	and	post-operative	 image	quality	can	be	also	appreciated	by	the	anisotropy-based	measure.	This	 is	
the	case	of	 fig.	8,	with	pre-	and	post-operative	 image	quality	changes	 in	all	 six	windows	clearly	shorter	
than	 in	 figs	 5-7.	 And	 yet,	 the	 anisotropy-based	 measure	 is	 sensitive	 to	 aberration	 compensation	
(astigmatism	with	a	toric	implant	in	fig.	4)	and	so,	to	the	details	emerged	in	most	of	the	windows	(#1,	4,	5,	
6)	of	the	post-operative	image	despite	its	markedly	non-uniform	background.	






of	 two	 fundus	 images	 simultaneously.	 Although	 the	 retinal	 camera	 acquires	 the	 image	 formed	 by	 the	
distance	power	 (used	 for	 far	vision),	 the	other	 image	(formed	by	 the	near	power,	used	 for	near	vision)	
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with	 intraocular	 lens	 implant,	 the	 retinal	 image	 is	 usually	 much	 brighter,	 sharp	 and	 higher	 quality.	
However,	several	conditions	may	alter	this	rule	of	thumb.	The	presence	of	astigmatism,	or	the	multifocal	
design	 of	 the	 intraocular	 implant,	 among	 other	 factors,	 may	 hinder	 post-operative	 eye	 fundus	 image	
quality.	 An	 anisotropy-based	measure,	 as	 proposed	 in	 this	 work,	 has	 revealed	 to	 be	 a	 suitable	 tool	 to	
quantitatively	assess	such	image	quality	changes	between	pre-and	post-operative	fundus	images.	
Although	this	work	does	not	present	an	exhaustive	study,	it	brings	into	consideration	the	influence	of	IOL	
characteristics	 on	 the	 eye	 fundus	 image	 quality.	 	 This	 issue	 can	 also	 appear	 in	 eyes	 that	 have	 not	
undergone	cataract	but	corneal	 refractive	surgery,	or	both.	To	 the	best	of	our	knowledge,	 these	kind	of	
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